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Dear User:

Thank you for choosing our product Please read this Instruction
Manual carefuly before use. I thers is anything unciear,
refer to professional doctor for use or use under his guidance.
Ploase keap this Instruction Manual well for reference.

This unitis Class Ila Medical Device.

Certficato, Registration & Safe Use Information-
General Descriptio

Treatment Mechanisr
Intended Use:
Main Unit
Accessories-
Safety Information-




[image: image2.jpg]Certificate Information

[We have obtained ISO 9001+1SO 13485 Quality
Management System Certificate
[This unit is designed and produced by combination
/of patent technology as below:
Chinese patent No.: ZL 94116657. 0

2L 200920164768

L 200920141361

2L 200920140911

ZL 200920140570

2L 200930319363

2L 200930319379

ZL 201030300624
European Design Patent No.: 001668898-0001
(Hongkong Design Patent No.: 1000292.9

“ i
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[image: image3.jpg]Company Registration Infromation

Guilin Kangxing Medical Instrument Co., Ltd.

Add: 2/F High-New Chuang-Ye Mansion,
High-New Zone, Guilin China

P.C:541004

Tel: 0086-773-5854359 5823631

Fax: 0086-773-5813301

E-mail: sale@kxlaser.com.cn

glkx@kxlaser.com.cn
Website: www.kxlaser.com.cn

Safe Use Infromation

1.To avoid any possible electromagnetic
interference, it is suggested not use this
product with other electronic medical
equipment.

2. The treatment parts (Nasal Cavity Cover)
‘comply with requirements of bio-compatibility.
Do not use any unspecified parts for this product.




[image: image4.jpg]== General Description

‘The unitis designed on the basis of laser medical technology
and ight quantum theory. It is characterized by the following
aspecis .
+ Laser output head s doubled-end with short period of phy-
siotherapy.
+ The two ends of laser output head is connected by flexible
and soft nasal clip with stability.
+ The vent grooves guarantoe easy broath while irradiating.
+ The laser output head is waterproof and easy (o clean
+ The big LCD screen with blue background clearly displays
the dynamic adjusting.
+ The backit keys and indicator in the output plug directly
indicates the output state.
+ There is an adaptor usable over the world and rechargeable
ba DC or AC.

* Itis of small size and weight for convenient use at home,
travel, doing exercise or in spare time.

Nasal Cavlty Laser I oubie-ond

Iasor whosa wavalengih s 650nm and output power 1 SmW.

Caser radiate and simulate sympathtic and paraeym.

paihotic nerve i two nasal caviy. shrink and expand

Bload vessels innosa mucosa, which rafaciively mprove
bload crculationin head and the whole body, achieve as-
Sistanttherapeulic affac on carlac & corebral vascular
Giscases.

| Sx201071 HITD |
Nasal cavity laser rradiation i fr assistant reatment on
hyperipidenia, cerebral inarclion and other cerebral &
Caralac vasculsr iseases
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[image: image7.jpg]GX-2010A1 LASER BIOSTIMULATOR

Laser Safety Mark

Laser Warn Mark

11 Type Electric Shock Proof

i 8 Type Applicable Part of
Electric Shock Proof
1PX0 Shell Protection
A Notes: Please read
enclosed documents
p:4 WEEE Mark
Input Power (4~7) VA
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[image: image9.jpg][ASN Safety Information

Taboos
The patient with nose bleeding, diabetic retinopathy or
eye bleeding is prohibitive to use it

Precautions:
1.The patient with acute myocardial infarction, brady-
cardia (HR < 60/min), pregnancy and women in lactation
period should refer to professional doctor's advice.
2. For first laser iradiation, symptoms below will probably|
occurin some people:
(A) Because brain blood circulation is improved,someone|
will feel slightly dizzy.
(B)blood pressure is unstable in short time
(C) Some excretion in nasal cavity.
These are normal and willdisappear s0on. You may lower
the laser power and a glass of water will do some good,
and the body will recover after a short-time rest.
3.The following people should use the unit under monitor
and help of nursing
@The aged.
@With sense organ disease, eg: eyesight or hearing
dysfunction.
@With hand dysfunction.
@Patients in medical treatment which probably affect
memory. comprehension and operation abilty.
®Conciousness dysfunction.
@Limb movement disorder.

Ifany severe symptom occurs in treatment, please stop.

use. and refer to doctor's advice.
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[image: image10.jpg](DNo use when driving. | @No use when sleeping.

@No use in a place with | @NO use on children with-

/ out complete intelligence
humidity or during bath. | o\ glopment. Picase put

itbeyond reach of children|

7o ®Do not stare into the

beam or view directly with
optical instruments(bino-
cular telescope and micro-|
scope elc), o expose (o
others, otherwise it may dol
harmto eyes
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[T (nstallation

Please focus on
the Point Line
when inserting
or pulling out

L€ D Insertand rotate

for locking unit

Avoes

& 1 plug i not nserted completely according t requirement, it wil
bo off automatically within 2 seconds, and a sound wil be heard
as a reminder.

& fines are not pointed well pug can not be Inserted or laken out
from the unit.
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[image: image12.jpg]allation

Lock Set

‘Stop 1:Pulllock set. then take.
the backsplint off.

Stop 3nsertbatteries and

e s Stop 4:Reinstallthe backsplint

A voes

Do not use battaries of diferent spacification, capacity and
brand, or mix new & old rechargeable bateries and non-
rechargeable batteries.
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[image: image13.jpg]twoalarms willbe | [ s
heard, and { (Status1) on the LCD

Wil dliappear. For charging, plesss
Connect adaptor whichia pluggedinto | T8, sz
Toauired outlet, Charging indicalor( | Fawer
(Status2)is flashing on the LCD. When ~

{8 becomes sillwhich means charge | (HBBE, sius5
completed, please take out adaptor. Power

 The specified adaptor complies with requirement of
Medical Safety Standard. Do not use other adaptor with
s it The USB portconneciing (o adaptor can be used
Wit DC 5V & 500MA power 50urce as solarbattery. acou
Tuiator e

12 hours charging i suggested for istuse After&
hours, (@8, not flash. but charge should not be stopped
untisuggesied charge e,

« It will last 8~10 hours after a full-time charge(on the
normal condition of atierios)

« If charged batteries can not offer satisfactory perfor-
mance, please change new batteries.

iaptor in a place with high humidity, og - bath-
etc. Please take out adaplor I sudden

4 Do ot use other adaptor or use adaptor for other purpose,
or twill cause unsafety.

& Charge should be conducted in 2 room with good ventilation.
Do ot put tn a sealed container or on other material with-
out good heat ventilation. o it will cause unsafety.
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[image: image14.jpg]EUILLMl Laser Power Check

- Before use, check the batteries power condition. Check
ifthe Laser Output Wire is connected well and its perfor-
mance is normal; if not, deal with it according to Product
Troubles and Solutions or submit o Distributors.

- Deviation of +20% between laser power displayed
value and laser output is permitted. Please use laser
power meter to calibrate the unit if there s deviation.
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[image: image15.jpg]- Press 6 OOt key toturn o theunit.
The LGD screen appears daultsetings
- Prass 8 Oniof again. heuni s ft. @
~Totumoffduringhe reament,press &

Onof again

+ When time is out, itwill turn off automatically
and a sound will be heard.

2.Nasal Cavity Laser Irradiation!
Healthcare and Treatment

(@Operation

 Disinfect the nasal cavity cover with alcohol and insert
itinto nasal cavity, put the wire on ear channel so that
laser head will not fall and affect the effects,
(Manners refer to Page 22)

A\ ot

4 Please follow the operation below,or laser irradiation
probably do harm to eyes. Nasal laser head must be
inserted into nasal cavity before use.

4 To avoid cross infection, do not use the same Nasal
Cavity Cover with others.
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[image: image16.jpg]@Laser Output

+ Press 4 Laser Output Control key, laser
will put out with red beam, # display on the
screen.

+ Press itagain, laser s off.

@Adjust Laser Power
+ Pross 6 Laser Output Control key, laser
power is adjusted automatically from 1mW
to 3mW.

- Press 3 Laser Power Adjustor to adjust
laser power.

Eachtime press - button, laser power
increase TmW.

Each time press = button, laser power
decreasemW.
+ Laser power of <5mW is adjustable.

@Select Laser Output Mode
- Press § Laser Output Mode Selection
key to choose laser output mode:Constant
or Flash (Pulse),

- Choose Constant mode for daily health-
care. Choose Pulse mode, stimulation
becomes more obvious.

98




[image: image17.jpg]©Treatment Time

- Press 7 Time Setting key to set time
of 10~30mins.Onco the laser s on,times| (@)
setat 30mins automatically. Each press
will decrease Smins.

+ Power and time of Laser irradiation is adjusted accor-
ding to extent of disease and individual difference. For
first use, 2-3mW s suggested. You may increase the
power as you get accustomed to.

*Itis recommended that irradiate for 30mins each time,
once or twice a day. 7~10 days a course with an interval
of 5~7 days. If there is a doctor's advice, please follow it

A voen

‘& When laser put out, o not take out nasal cavity laser head
from nasal cavity or expose it 0 others.
& Avoid unexpected laser diffuse reflection, scattering.
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~Before use. please disinfect

al Cavity Cover with
slcohol o clean it with neural
Tiquor and water, then dry it.

deforming, aging and
oducing transparency
after using sometime

- Do not fall the unit from high
level to avoid damage.

~Take out Laser Output Wire

as insiructed. Do not pull
strongly the wire, or the wire
will be torn off.
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[image: image19.jpg]JI23] Maintenance

&

)4

notused forlong o5 dirton the surface.
d dis. unit, please clean i
charge tonce 12 weeks or | with cotton clath and neutral
{ake out the batteries 10 avoid | llquor(No much liquor i cioh).
affecting batteries fstime. . g not use organic iauor or
+Do notput the rechargeable | asolina, or ina surfaco is pro-
ina hotor cool place. | Sany broken.

5 performance.
—

* Do nottako out adaptorrom |- herecharguablbaioris.
‘outlet by pulling nasal cavity cover and unit

v puling can not be used any more,
throw it nto recycle container
according o environmental
protection requirement.
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[image: image20.jpg][3] Product Troubles and Solutions

I there is any trouble with the unit, turn it off and check it
according to Product Troubles and Solutions. If it is con-
firmed unsolved, please contact distributor for check and
repair.

Please do not assemble it by yourself, which will lead to
unsafety.

Trouble Solution
The unit can
not be turned|
on, abnormal Teko out adaptor and batte
Gisplay o no Battery is powered of| ater 1 min, put Inbatt
mat connect adaptor a
prossing
ke Battery is powered off
or notinstalied well
matchod right
Laser portis dirty | Clean laser port with alcohol
Insufficient bate
Laseroutpur | 170 | Charge batteries
lpower reduced 20"
IPower is st ow after] Change Laser Output Wire
labove measures | 1aser output power will be
reduced after ong-time use)
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[image: image21.jpg][l Technical Parameters

Name, Model Laser Biostimulator GX-2010A1
Gisai. ooty powared, 8type appicabi
asatcase par TPX0.n0 e i condionl
lassification  {inflammable and anesthesia gas, not AP or
R saupman. Ganinsousy
T ;
TS| gstnmconinwous wavetisble )

Clasifcation

Class 2M (IEC60825-1:2007)

Each Ghanner
Laser Output Power

<5m(Me

ro Doviation <£20%)

Adjustable Time

10-30mins. automatic setting

Range time of 30mins when turm i o.
R V AA X3 Ni-Mh Rechargeable Bateri
or use adaptor
Input Power a~7) VA

Tnput —_ 100V~240V 50H/60Hz
Adagtor 02A

Output== 5V 1000mA

Environmant

+10C~+40C  30%~75% RH
Atmospheric pressure 700hPa~ 1060hPa

Transportation and|
Storage Conditon

0C~+50C  20%~90% RH
Atmospheric pressure 500nPa~1060hPa

102(L)<68(W) X 43(H)mm

Unit size, Weight

191.4g(bateries included)
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Customers Warranty Card

Doar SirsMadams:

‘Thank you so much for choosing our produc, While
You are enjoying the pleasure brought by the product,
el let you know the services we guarantoe about the
product:

A This product willbe repaired for free f damage occurs
n the Guarantee Term supposing the user has followed
the guidance of the Instruction Manual(Guartantee Term:
1 year aferthe Purchaso Dato):

8. Consumable part are nt n guarantee range and
bought by user

. tis not i guarantee i user does not use it properly
‘and cause the damage. It wil b charged for repairing
and parts.

Manu. No.
Product Model: GX-2010A1
Date of Purchase:
Purchase Place
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[image: image24.jpg]Customers Warranty Card
Dear Users:

In order to enjoy a satisfying after-service,
please fill in the following sheet and send

itback to us as a proof of purchase.
Thank you!

(The following contents i st for user information recore.)

User Name: Gender.

UserAge: [Junder20 [J20-45 [JAbovess
Product Mode! Manu. Noi

¥ siswolsn)

Date of Purchase:
Purchase Place
Contact Address.
Tol

@
=
9
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